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Abstract: We present an approach for rational design and optimization of 
plasmonic arrays for ultrasensitive surface enhanced infrared absorption 
(SEIRA) spectroscopy of specific protein analytes. Motivated by our 
previous work that demonstrated sub-attomole detection of surface-bound 
silk fibroin [Proc. Natl. Acad. Sci. U.S.A. 106, 19227 (2009)], we introduce 
here a general framework that allows for the numerical optimization of 
metamaterial sensor designs in order to maximize the absorbance signal. A 
critical feature of our method is the explicit compensation for the 
perturbative effects of the analyte's refractive index which alters the 
resonance frequency and line-shape of the metamaterial response, thereby 
leading to spectral distortion in SEIRA signatures. As an example, we 
leverage our method to optimize the geometry of periodic arrays of 
plasmonic nanoparticles on both Si and CaF2 substrates. The optimal 
geometries result in a three-order of magnitude absorbance enhancement 
compared to an unstructured Au layer, with the CaF2 substrate offering an 
additional factor of three enhancement in absorbance over a traditional Si 
substrate. The latter improvement arises from increase of near-field 
intensity over the Au nanobar surface for the lower index substrate. Finally, 
we perform sensitivity analysis for our optimized arrays to predict the 
effects of fabrication imperfections. We find that <20% deviation from the 
optimized absorbance response is readily achievable over large areas with 
modern nanofabrication techniques. 
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Introduction 

Plasmonic metamaterial sensors have been a subject of increasing interest in recent years 
because they offer the capabiUty to precisely engineer the interaction between electromagnetic 
radiation and analytes to perform highly sensitive measurements of absorption or refractive 
index changes [1-3]. Metamaterial sensors have shown a high degree of promise for 
ultrasensitive detection of chemicals and biomolecules in compact, low-power devices [4], 
and may find use in environmental sensing [5], biochemical assays [6, 7] and pathology [8], 
among other fields. The required plasmonic metamaterials have been developed at a wide 
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range of electromagnetic frequencies, from visible light to THz and beyond. Their use in the 
infrared region of the spectrum, however, is particularly attractive since essentially all 
molecules have intrinsic absorption features in the infrared that arise from their internal 
vibrational modes, allowing for chemically-specific sensing [1]. 

Design of plasmonic elements for mid-IR spectroscopy typically follows RF antenna 
analogues such as long rod-shaped particles [1, 9] or ring-resonators [10, 11] which provide 
the basic requisites of readily tunable resonance frequencies and high near-field enhancement. 
Additionally, since radiation damping dominates over intrinsic material absorbance in the 
mid-IR, designs that limit the damping lead to higher field enhancement and, thus, improved 
detection sensitivity [1, 12]. This consideration has been implemented both by leveraging 
diffractive coupling effects in periodic nanoparticle arrays [1] and, recently, by accessing the 
dark quadrupolar modes in a hybridized nanoparticle system [2]. 

While experimental demonstrations of the above principles may vary one or a few design 
parameters to illustrate a general trend, full optimization of device geometry is typically too 
costly or time consuming. In this work, we propose a systematic attack on this important 
problem of rational design of metamaterials. In contrast to previous methods which optimize 
on indirect proxies, such as resonance far-field quality factor or numerical non-observables, 
such as near-field enhancement, our approach optimizes absorbance, the observable quantity 
of interest. Benefits of absorbance optimization include: i) appropriate interaction of the 
electric field with the analyte's molecular dipole, ii) spatial averaging over localized hot spots, 
and iii) predicting spectra that can be directly compared with experimental data. 

An important aspect of our method addresses the fact that, even for a properly tuned array, 
spectral interpretation of the resulting signals is not straightforward. Strong signal 
enhancement can lead to spectral distortion, or produce derivative -like spectra, often observed 
with SEIRA technique [13]. Spectral distortion arises from the refractive index variation in 
the vicinity of a strong absorption feature, as dictated by the Kramers -Kronig relation. This 
index variation index causes local detuning of a plasmonic structure, whose resonance 
position is sensitive to the dielectric constant of the environment and the thickness of the 
dielectric overlayer. In fact, a recent paper has explored this additional index sensitivity to 
derive more information about the thickness of the adsorbates from the "distorted" reflectance 
signatures [2]. 

As a test platform for demonstrating our approach, we consider a two-dimensional tiled 
array of gold nanobar antennas that are individually tuned to plasmonically enhance the 
absorption peak of interest and, then, diffractively-coupled for additional signal enhancement 
[1, 12, 14]. This design achieves monolayer sensitivity at normal-incidence irradiation 
geometry, which is particularly well-suited for diffraction-limited infrared microscopy with 
potential applications in pathology [15, 16]. We demonstrate robust optimization methods for 
arriving at the array geometry for the highest expected absorbance for any spectral region of 
interest, and for various substrate refractive indices. We also discuss strategies for minimizing 
expected spectral distortion of absorbance that could interfere both with the array design and 
with subsequent measurement of adsorbates on the array. Finally, we discuss robustness of the 
final design with respect to deviation from the optimized dimensions. The approach taken can 
readily be applied to any arbitrary plasmonic geometry providing a straightforward technique 
to aid in the development and significantly improve the utility of plasmonic SEIRA sensors 
with undistorted chemical signatures. 

Optimization framework 

Bare Au layers 

To provide a reference for our process of spectral optimization, we start with an unstructured 
Au layer covered with a thin film of the protein silk fibroin. The optical constants of silk 
fibroin have been measured previously, utilizing Attenuated Total Reflectance (ATR) 



#166066 - $15.00 USD Received 3 Apr 2012; revised 30 Apr 2012; accepted 3 May 2012; published 10 May 2012 
(C) 2012 OSA 21 May 2012 / Vol. 20, No. 1 1 / OPTICS EXPRESS 1 1955 



spectroscopy (Fig. 1) [17]. Less than 5% anisotropy was detected in the previous study; thus, 
for the purpose of this work we assume the optical constants of Fig. 1 to be fully isotropic. 
From an experimental point of view, silk fibroin is conveniently spun-cast onto a substrate 
with well -controlled thickness ranging from a single monolayer to microns [1, 18]. From a 
modeling point of view, the above optical constant data set with its doublet peaks at 6 |im- 
and 6.6 |im- wavelengths allows illustration of the array design for selective enhancement of 
different spectral region: 




6.0 6.5 7.0 7.5 
Wavelength (nm) 

Fig. 1 . Real and imaginary parts of refractive index of silk fibroin as measured in a previous 
work [17]. 

The underlying mechanisms of infrared absorption at metal surfaces have been recently 
reviewed [13, 19, 20]. In general, the probability for absorption is proportional to the square 
of the dipole moment matrix element along the direction of light polarization. For molecules 
in solid state or adsorbed on metal surfaces, the spatial orientation is fixed. Furthermore, it 
can be shown that for small perturbations of the dipole moment in its ground electronic state, 
the intensity of the infrared absorption is proportional to the incident electric field intensity 
l£p and the change of dipole moment ji with vibrational coordinate Q as 



A QC 



dju 



dQ 



(1) 



In the above, the derivative is evaluated at equilibrium with respect to the vibrational 
coordinate. We define an effective absorbance for a flat Au film analogously to Differential 
Reflectance Spectroscopy [21] as 



-log 



y COV, Au J 



(2) 



In the above Rbare, au is the reflectance of a bare Au film, sufficiently thicker than the skin 
depth, which is »25 nm in the mid IR [22], and Rcov, au is the reflectance of the Au film 
covered with an adsorbed layer whose optical constants are given in Fig. 1. 
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Wavelength (litn) 



Fig. 2. Simulated absorbance response from a fibroin film for a range of thicknesses from 5 to 
200 nm on an unstructured Au film. 

Calculated absorbance signatures of the fibroin-covered bare Au film for normal incidence 
are shown in Fig. 2. These results are based on explicit solutions of Fresnel equations, 
utilizing a commercial thin film multilayer software package [23]. The optical constants of Au 
from the literature are used [24]. Since the state-of-the-art FTIR sensitivity for absorbance 
measurements is near 10"^, the absorbances for the films below 0.05 |im in thickness in Fig. 2 
would be barely detectable without enhancement. In principle, a grazing incidence reflectance 
accessory can significantly enhance these weak signals [25], though mid IR grazing incidence 
objectives are expensive and cumbersome. Alternatively, nanoplasmonic arrays can enhance 
the normal incidence reflectance signal without introducing new optics or sacrificing lateral 
resolution for potential imaging applications. 

* * ■ dr. ^ # ^ 

Nanobars Analyzed Film ^ ^ ^ 




Fig. 3. Coverage geometry for a film on a substrate defining planar (A) and conformal (B) 
cases. It'^^'^'""^ ^ir^u^ ;o u,, ^« 





Fig. 4. Simulated absorbance response of a reference nanoplasmonic array covered with a 100- 
nm thick planar fibroin layer. A) Reflectance of a bare and fibroin-covered surface. The dashed 
vertical line (near 5.5 |j,m) indicates the position of the (1,0) diffracted edge (see Eq. (7)). B) 
Absorbance response from Eq. (3). 
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Development of the figure-of-merit for nanobar arrays 

As we have previously shown [1], the absorbance signal strength from an unstructured Au 
layer can be improved orders of magnitude through the use of the diffractively coupled 
plasmonic nanoarray. By analogy with Eq. (2), we define an effective absorbance for a 
plasmonic nanoarray metamaterial as 



V ^cov J 



(3) 



In the above, Rhare and Rcov refer to the far-field reflectance for a bare and an analyte- 
covered array, respectively. For all the work here, incident light is assumed to be polarized 
along the long axis of the nanobar antennae in order to observe the plasmonic resonances. 
Light polarized along the short axis will not interact resonantly with the nanobars and will be 
mostly transmitted. 

In this work we focus on the range of film thicknesses from 5 to 200 nm. The optical 
response from much thicker films is dominated by bulk effects and such films can be analyzed 
by conventional spectroscopic techniques, not requiring surface enhancement. For the thinnest 
films, we will distinguish between two regimes of coating geometries: "planar" and 
"conformal", as shown in Fig. 3. In the earlier part of this study, we consider planar films. In 
the latter part of the paper, we address the impact of coverage geometry on array optimization 
(see Table 1 below). 

We first consider an array geometry that was previously optimized experimentally based 
on its bare reflectance signature response [1] and studied computationally for a response at 
various angles of incidence [14]. The geometry consists of Au nanobar arrays on a Si 
substrate arranged in a square periodic lattice. The array length, width and thickness are 0.95 
jim, 0.25 |im and 0.07 |im, respectively, and the periodicity in both dimensions is 1.6 |im. In 
Fig. 4, we plot the reflectance of such bare array and that of a corresponding array covered 
with a 100-nm thick planar fibroin film. This array reflectance is computed utilizing a 
conmiercial package [26], FDTD Solutions (Lumerical Corporation, Vancouver, Canada) and 
the computational procedure has been described in detail previously [14]. The 100-nm fibroin 
film thickness is chosen to fully submerge the 70-nm thick Au nanobars. 

While we do see reflectance dips in Fig. 4(A), corresponding to the fibroin absorbance 
near 6-|im and 6.55-|im wavelengths, the peak array reflectance is red-shifted from the bare 
reference so that the absorbance signature, as defined by Eq. (3) is severely distorted (Fig. 
4(B)). In fact, it would be difficult to match this spectrum to the original absorbance of Fig. 1 
without post-processing. The spectral distortion, which is caused by the array sensitivity to the 
real part of the refractive index of the fibroin overlayer, makes it difficult to guide an 
optimization algorithm towards a design, enhanced for the chemically-specific absorptive 
contribution of the optical constants. A strategy for experimental corrections of such 
distortions upon spectral acquisition is needed so as to obtain a result that is easily 
interpretable based on familiar infrared spectral fingerprints. 

Our approach to reducing the distortion of the spectrum is to utilize a more appropriate 
reference in Eq. (3) instead of the bare array reflectance. We replace R^are with R^efi a 
reflectance from a surface covered with a reference material, whose real part of the refractive 
index approximates that of the analyte, but whose absorption is zero. We define modified 
referenced absorbance, A^ef, as 



D 

^cov y 



(4) 



The simplest choice for the reference material that still retains consistency with Kramers - 
Kronig relations is the one with a constant n that is close to an average refractive index value 
of fibroin in the spectral region of interest. The choice of such value becomes clear after 
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computing A^ef for several refractive index values of the reference material, as shown in Fig. 
5. The resonance wavelength of the nanoplasmonic array causes selective absorbance 
enhancement of the Amide I spectral region near 6.0 |im. We look for the absorption trace that 
has the flattest baseline surrounding just the 6-|im peak. The respective baseline for each trace 
is shown in Fig. 5 as a dashed line in the vicinity of the 6.0-|im absorbance peak. The flattest 
baseline is observed for the refractive index 1.4 < n < 1.5 which corresponds to the value of 
the fibroin refractive index near the 6-|im absorption feature from Fig. 1. 

Adopting Aref absorbance definition from Eq. (4), we now need to choose a proper scalar 
figure of merit (FOM) for the optimization algorithm to design an array with optimum 
enhancement of an absorptive feature of interest. We propose the following procedure for 
computing a robust FOM: 

1. For a given set of geometric parameters and a given overlayer thickness, compute Rcov, 

Rref and A^ef from Eq. (4). 

2. Apply linear baseline correction to A^^f over the wavelength range of interest. This 

correction is necessary to guide the optimizer towards absorption peak enhancement 
rather than a featureless reflectance offset. 

3. Define FOM as baseline-corrected A^ef, averaged over the spectral range of interest. For 

example, to enhance the Amide I Fibroin feature of Fig. 1, spectral region from 5.75 
to 6.25 |im is chosi 



"ref 




5.5 6.0 6.5 7.0 7.5 8.0 

Wavelength {\im) 



Fig. 5. Computed Are/ from Eq. (4) for several values of the reference refractive index. Dashed 
lines for each trace in the vicinity of the 6.0-|im peaks highlight position of the baseline. 

The optimizations are performed by combining global Swarm Optimization (SO) method 
[27] with additional local parameter refinement that utilizes a steepest descent algorithm [28]. 
Both these methods are incorporated into the Lumerical software package [24]. To improve 
efficiency of the simulations, we start with SO method utilizing coarser meshing of the 
simulation domain and, once the optimum parameter space is identified, follow up with the 
finer mesh and the steepest descent algorithm. Optimization is performed for nanobar width, 
length, and period (both a square and a rectangular lattice have been considered). 

The SO method requires a range of parameters for swarm exploration. In order to better 
guide the algorithm, we ensure that the selected range includes the estimated conditions for 
maximum field intensity enhancement over the spectral range of interest, based on the 
intuitive length scaling of the plasmonic resonance and the optimal periodicities associated 
with diffractive coupling effects [1,12]. The resonance wavelength for the individual antennae 
obeys the relation 
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m 



(5) 



where m is the order of the resonance mode, Ueff is the effective refractive index of the 
environment, L is the nanobar length and C is the fitting parameter related to a finite cross- 
section of the nanorods [12]. For m = 1 mode, the length of the nanobar is given by 

l^^^r^sZ^ (6) 

Previously, riejf wsiS found to be 2.7 for arrays on Si substrate and C is 0.16 |im for the 1st 
order resonance. Because the maximum field intensity enhancement occurs near the resonant 
wavelength, we allow the simulation to explore a ± 15% range of lengths surrounding the 
value of L that would result in Ires of 6 |im. 

Furthermore, the array periodicity plays a role in increasing near-field enhancement by 
controlling the radiative damping of the plasmon resonance. In particular, the damping is 
substantially reduced at wavelengths slightly longer than the grating transition wavelength, 
i.e., the wavelength at which a given grating order transitions from evanescent to radiative in 
character. The critical period, dc, which places this transition near the spectral region of 
interest, for the (1,0) order is found from 

d^=^ (7) 

^sub 

where risut is the refractive index of the substrate. A ±15% range of lengths for surrounding dc 
was chosen for the SO parameter exploration. 

Array width can also affect the position of the resonance, through the change in the 
effective nanobar cross-section [12]. Based on the range of widths explored in our fabrication 
work, we allowed the width to vary from 100 to 250 nm in the optimizations. As we will 
show in the sensitivity analysis section, the optimized FOM is only weakly dependent on the 
width. 

Optimization results 

Silicon substrate 

For the first example, we optimize the absorbance signal for a 100-nm fibroin layer on a 
nanobar array on a silicon substrate. As previously mentioned, we optimize for three 
parameters: a) nanobar width; b) nanobar length and c) period of the nanobar arrays. In a 
limited number of simulations, we have explored varying the x- and y- array periods 
independently, but we have not seen an improvement in the optimized absorbance signal as 
compared to a square lattice for the range of parameters explored in this study. For all the 
simulations in this work, we assume nanobar thickness of 70 nm, for consistency with our 
previous experimental and computational studies. 

Utilizing the optimization methods outlined above, we are able to obtain absorbance signal 
enhancement from either 6 |im- (Fig. 6(A)) or 6.6 |im-wavelength (Fig. 6(B)) peak with two 
separates sets of optimized geometric parameters. In Fig. 6, we plot computed Are/, based on 
array parameters derived for the 100-nm fibroin layer optimization, for the thickness range 
from 5 to 200 nm. These optimized array parameters for the Si substrate are listed in first two 
columns of Table 1. Both the length and the period of the array need to be adjusted when re- 
optimizing the array for the two different wavelengths, while the width of the array changes 
little. 

From the traces of Fig. 6, it is evident that optimization performed at a single thickness 
gives good results for a wide thickness range with minimal spectral distortion of the 
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optimized peaks. However, in generating a trace at each thickness of Fig. 6, an appropriate 
Rref of the corresponding thickness of the transparent layer was used. 

A closer inspection of a bare array reflectance spectrum, as well as reference-covered and 
100-nm- fibroin-covered spectra, reveal substantial index-induced shifts that are compensated 
for by the optimization algorithm. (Fig. 7) It would be quite difficult to arrive at the set of 
optimized array parameters without a rational optimization procedure. The position of the 
(1,0) grating transition order (shown as a dashed vertical line in Fig. 7) occurs at a slightly 
lower wavelength than the peak enhancement. This location of the grating transition order 
allows for the lowest damping to occur near the 6-|im peak position, in confirmation of the 
intuition proposed in [1]. By comparison, for the array optimized by trial-and-error (See Fig. 
4(A)), the position of the (1,0) grating transition is considerably further removed from the 
resonance. Thus, we would not expect that empirically-optimized array to perform as well in 
enhancing ab*^*^^^^"^^ arrav wVioqp Himpnsir*^^ Un^^r^ u^^^ ^^^^^^^^r^^A ^^^^^^^^^^jy 




6.5 7.0 7.5 
Wavelength (nm) 



Fil m Thickness (mr i) 




Wavelength (urn) 

B 



Fig. 6. Computed absorb ance for fibroin-covered nanoplasmonic array whose dimensions have 
been optimized for A) An :e. 



0.9 




0.3 -\ i 1 1 1 I 

5.5 6.0 6.5 7.0 7.5 8.0 

Wavelength (urn) 



Fig. 7. Computed reflectance of a bare (Rbare), a 100-nm thick reference-layer covered (Rref) and 
a 100-nm fibroin covered (Rcod nanoplasmonic arrays for the optimized geometry of Fig. 6(A). 
The dashed vertical line indicates the position of the (1,0) diffractive edge according to Eq. (7). 

Comparison of fibroin absorbance, A^f, for the optimized array to the bare Au layer 
reveals remarkable signal enhancements of >10^, especially for low-coverage regime (See 
Fig. 8, dashed lines), which is consistent with our previous work [1]. With increase in 
thickness, we observe a sublinear increase of Aj-gf (see Fig. 8, solid lines): for thicker films, the 
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array is less effective in enhancing absorbance due to the decrease of the near field 
enhancement. Corresponding to the roll-off of the integrated absorbance with thickness, we 
observe a decrease in signal enhancement as compared to a bare Au layer, plotted on the left 
hand vertical axis. For monolayer-thick films (<5 nm), the average enhancement is >10^, 
whereas for 0.2-|im thick films, the enhancement is a factor of 20, still a considerable 
improvement over the standard absorbance from a bare Au layer. The predicted saturation of 
the enhanced signal for these numerically-optimized arrays is qualitatively consistent with the 
previous results on experimentally-optimized arrays, although the earlier paper predicted a 
signal roll-off at somewhat lower thicknesses [1]. We further discuss this absorption roll-off 
in the context of the spatially-averaged electric field intensity decay with increasing distance 
from the substrate (see disc 



1400 
1200 
1000 



400 
200 



. 6.55 urn, A^g/A^y 






.55 nm, A^g, 











0.00 0.05 0.10 0.15 0.20 
Fibroin Thickness (jiin) 

Fig. 8. Averaged absorbance over 6- and 6.55-|j,m peaks with increasing layer thicknesses 
(right vertical axis) for Si substrate. Also shown is the corresponding absorbance signal 
enhancement over that from a bare Au layer of Fig. 2 (left vertical axis). The solid and dashed 
lines are drawn to guide the eye. 

CaF2 substrate 

We now repeat the optimization procedure for arrays on a CaF2 substrate. Placing the arrays 
on the low index substrate has several advantages. As we show below, much higher surface 
electric fields are attained at resonance leading to a significantly higher absorbance signal 
than on Si substrate. From a practical point of view, using the low-index CaF2 substrate 
reduces backside reflections and, thus, significantly suppresses interference fringes that would 
otherwise obscure the absorbance spectrum from a higher index Si substrate. From the 
refractive index ratio of the two substrates, we expect the array periodicity on CaF2 substrate 
to be 2.4 X larger than on Si substrate (see Eq. (7)). The nanobar length, considering riejf from 
Eq. (6), is expected to be »2 x larger on a CaF2 substrate than on a Si substrate. 

The optimized array dimensions for a 100-nm thick fibroin film on a CaF2 substrate are 
summarized in Table 1, Column 3. The width of the optimized nanobars is similar for CaF2 
and Si substrates. The optimized length and period follow the scaling predictions described 
above for the two different substrates. Figure 9(A) shows A^^ vs. overlayer thickness. 
Comparing these results with Fig. 6(A), we observe that the peak absorbance values are 
substantially higher on CaF2 substrate and that the spectra saturate for higher overlayer 
thickness (>0.1 |im) as compared to the Si substrate. The difference between infrared 
radiation coupling into nanobars on CaF2 vs. on Si is especially striking if we consider the % 
fraction of the total light absorbed into the array at resonance, assuming that all incident light 
is polarized along the long axis of the nanobars. For Si substrate, 10% of incident light is 
coupled into the array. Considering that the array geometric footprint is 5% of the substrate 
area (Table 1), this translates into a relative absorption cross-section of 10 5 = 2. By contrast 
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for CaF2 substrate, 40% of the incident light is coupled into an array whose geometric 
footprint is a mere 2%, translating into a relative absorption cross-section of 20. 




Fig. 9. Computed absorbance for an Amide I optimized fibroin-covered nanoplasmonic array 
on CaF2 substrate. A) Absorbance vs. wavelength for varying overlayer thicknesses and B) 
Averaged absorbance vs. thickness (right vertical axis) and a corresponding absorbance signal 
enhancement over that from a bare Au layer (left vertical axis). The solid and dashed lines are 
drawn to guide the eye. 

Table 1. Optimized Array Dimensions (nm) 
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"100-nm thick planar film; ^6-nm thick planar film; ''6-nm thick 
conformal film 



Plotting averaged vs. thickness for the CaF2 substrate (Fig. 9(B)) reveals much higher 
absorbance than that for Si substrate (cf. Figure 8) and a saturation of the absorbance with 
thickness above 0.1 |im. This signal saturation for the CaF2 substrate suggests that decay of 
surface field with increasing distance from the metamaterial dominates the absorbance instead 
of the total fibroin thickness. In order to better understand the difference in thickness 
dependence of the absorbance signals for CaF2 and Si substrates, we computed local electric 
fields for several field-monitoring cut planes, parallel to the substrate, at distances 
corresponding to the thickness values of Fig. 9(B). For these calculations, an infinitely thick 
transparent reference overlayer covers the plasmonic nanoarrays to simulate the index 
environment. We chose to compute the fields in a transparent overlayer to highlight the 
dependence of the local electric field on the distance from the surface, without convolving 
attenuation in the overlayer itself. Arrays optimized for the 6-|im peak are considered for both 
Si and CaF2 substrates. For each field monitor plane (Fig. 9(B)), we compute field intensity 
<\E\^>, which is averaged over the full simulation unit cell and normalized to the incident 
field. Through Eq. (1), l<l£^P> is related to total absorbance. 
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Fig. 10. (A) Area-averaged normalized field intensity, normalized to incident field, for cut 
planes, parallel to the substrate for nanobars on Si and CaF2 substrate as a function of plane 
distance from substrate. (B) Geometry of the cut planes with respect to the substrate and the 
unit cell of the nanobar array. 

From Fig. 10(A), we observe several marked differences for the two substrates. First of 
all, average field intensities are nearly 3 times higher for the CaF2 substrate, as compared to 
the Si substrate. Secondly, the CaF2 substrate has a more pronounced peak at a distance of 
0.07 |im away from the substrate. This distance corresponds to the top of the nanobar. This 
result reveals that due to the lower CaF2 substrate index, the maximum field location is 
pushed to the top of the nanobar, unlike the Si substrate, where the maximum fields are found 
at the Si/nanobar interface [1]. These extremely high field intensities near the top of the 
nanobar for the CaF2 substrate correspond to the absorption signal saturation with overlayer 
thickness, calculated in Fig. 9(B). (Recall that Fig. 10 highlights field intensity distribution 
inside a transparent index-matching layer to emphasize the field decay due to surface 
enhancement in the absence of absorption; whereas Fig. 9(B) shows results of the field profile 
convolved with the absorption of fibroin.) We also note that the decay of the unit cell- 
ave raged field intensity with distance is fairly gradual, by contrast with the predicted rapid 
peak field intensity decay away from the nanobar surface [14]. 

The extremely high field concentration at the top of the nanobar for a CaF2 substrate has 
prompted us to re-optimize the array geometry for a thin overlayer, whose thickness is much 
smaller than the nanobar height. In Table 1, Columns 3 and 4, we compare optimized array 
dimensions for the 6-|im fibroin peak and for fibroin thicknesses of 100 nm and 6 nm 
respectively, both for planar coverages. The array optimized for the thin overlayer has a larger 
length, though the period and the width are nearly the same as for the thicker overlayer. This 
re-optimization procedure increases by a factor of 2 the absorbance signal from the thin planar 
film for array dimensions of Column 3 vs. those of Column 4 in Table 1. The results point out 
the sensitivity of the optimized design to the analyte layer thickness. Thus, for maximum 
performance, arrays for monolayer adsorption coverage or immunoassay studies should be 
designed differently than those for in situ tissue analysis. 

We can understand the difference of the optimized geometries for thin and thick films as 
follows. When the nanoplasmonic array gets loaded with a progressively thicker adlayer, the 
optimization algorithm shifts the length of the array so as to match the loaded and the bare 
array reflectance signatures, maximizing A^^^and minimizing spectral distortions. On the other 
hand, the array period determines the position of the (1,0) diffraction edge. This position stays 
constant such that it is "optimally" related to the frequency of the protein absorption band 
which is independent of adlayer thickness. 

Next, we compared the optimized nanoarray geometry for both planar and conformal film 
configurations (see Fig. 3). The results are shown in Columns 4 and 5 of Table 1, for the 6-nm 
thick films for planar and conformal coverages, respectively. The array optimized for 
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conformal coverages has the same length but a sHghtly larger period than that optimized for 
planar coverage. The absorbance of a conformal thin film on a re-optimized geometry is 1.5x 
that of a planar thin film on its respectively re -optimized geometry. This significant 
improvement in absorbance does suggest that for a properly optimized nanobar, the majority 
of the signal is derived from the portion of the overlayer closest to the substrate. Again, these 
optimization studies suggest that proper plasmonic array design should include good 
understanding of adsorption geometry in addition to targeting the spectral region being 
enhanced. 

Design sensitivity studies 

Having arrived at optimal array designs, as shown in Table 1, we next explore the sensitivity 
of such designs to dimensional tolerances that would be associated with any nanofabrication 
method. While the global and local optimizers utilized in this study thoroughly explore the 
design parameter space, the intermediate results on the way to the optimized design are not 
retained because of a large associated disk space overhead. Thus, the response surface for the 
parameter space needs to be obtained separately. 

For parameter space mapping, we turn to the Design Of Experiments (DOE) method [29]. 
DOE is a technique that seeks to optimize the information content of simulation trials. Using 
fundamental statistics, one can create a list of trials that vary independent variables, such as 
geometric array parameters in our example, in a systematic fashion so that the absorbance 
response can be predicted at any intermediate setting using regression analysis. As a result, 
the impact of linear, non-linear and interaction terms among multiple input variables can be 
readily visualized. While traditionally DOE techniques are used for industrial process control, 
in the recent years they have been successfully applied to electromagnetic designs [30]. 

For our design of experiment methods, we used the commercial software package ECHIP 
[31]. Three design variables, width, length and period, were used to generate a full factorial 
three-level design with 27 simulation trials. The separate trials were analyzed with FDTD 
software. The results of the 27 simulations were then passed to a non-linear regression model 
that included linear, quadratic and interaction terms for the three variables. 

We explored design sensitivity for nanobars on Si and CaF2 substrates for the 6-|im 
wavelength peak and a planar coverage of a 100 nm-thick fibroin film. The optimized values 
were allowed to vary by ± 50 nm from their optimum parameters for the Si substrate and by ± 

100 nm for th*^ /^oTh- ciil-»ctfQt/=» T'Vtic r^arckrrxf^ff^r' foi ^ i - i - i i 

design sensiti 

quadratic regn AveAbS AveAbS 

Widt Width = 0.1764 




Fig. 11. Response surface of 6-|j,m absorbance peak from the DOE-driven simulations for 
length vs. period for the nanoplasmonic arrays near their optimized conditions for the 100-nm 
thick fibroin film. A) Si substrate for the conditions of Table 1, Column 1 and B) CaF2 
substrate for the conditions of Table 1, Column 3. The off-axis width variables are set to the 
optimized values. 
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The results of the analysis (Fig. 11) show the 3D surface plots of the absorbance response, 
spectrally averaged over the 6-|im peak, for the length vs. period for the Si substrate (Fig. 
11(A)) and CaF2 substrate (Fig. 11(B)). For both figures, the off-axis variable is at the 
optimum design value. We note that absorbance is less sensitive to dimensional change near 
the optimum response, whereas the contour surface becomes steeper away from the optimum 
spot. We also see a clear local maximum in Fig. 11 for a particular value of nanobar spacing, 
consistent with our previous experimental data [1]. For the range of parameters explored, very 
little absorbance change with nanobar width was observed. If 20% response decrease from the 
maximum value is acceptable, than the length can depart by ± 25 nm from the design, and 
both the period and the width can change by more than ±50 nm from the design value on 
either Si or CaF2 substrates. Such dimensional tolerances are certainly achievable over large 
areas utilizing modern nanofabrication techniques, such as mask-based photolithography or 
maskless interference lithography. 

Conclusion 

We have provided a framework for efficient numerical optimization of plasmonic substrates 
for SEIRA enhancement. Importantly, for the first time, our framework explicitly 
compensates for the perturbative effects of the analyte, with respect to spectral distortions, 
thickness variation and adsorption geometry. Our optimization method is sufficiently general 
that it can be extended to various nanostructure geometries, analytes and sensing 
configurations. 

We have demonstrated our method for IR absorbance enhancement of silk protein analyte 
with a diffractively-coupled plasmonic nanobar array for normal incidence. We have 
considered the effect of substrate index variation, the effect of film thickness and coating 
geometry. We find that three-order of magnitude absorbance enhancement is possible as 
compared to an unstructured Au layer; however, the proper array optimization should be 
tailored to the film thickness range expected, i.e., monolayer absorbance studies vs. thicker 
tissue analysis. 

For our model silk fibroin system, we have correlated surface -enhanced absorbance fall- 
off vs. distance from substrate with experimental studies. Particularly, we find that average 
enhancement can extend >100 nm from the surface and that it is dependent on the substrate 
index. 

Finally, we performed sensitivity analysis due to fabrication imperfections, utilizing DOE 
technique. We believe that < 20% of the deviation from the optimized absorbance response is 
readily achievable for our diffractively-coupled arrays over large areas. 
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